Calibration Instructions for Raasm Meters
1. Press and hold both the Reset and Total buttons at the same time for about three (3) seconds to enter into the main menu.

2. Press and hold the total button for about three (3) seconds to jump to the next menu.

3. Repeat step two (2) four (4) times to reach the calibration menu.

4. Dispense a minimum of two (2) quarts of product into a calibrated container.  Be sure that the level is exactly at a quart mark on the calibrated container.

5. After dispensing the product into the container, press the Total button for approximately three (3) seconds. You will see an arrow on the right side of the meter display.

6. Press the total button briefly to change the arrow to Up or Down depending on whether the virtual quantity on the meter is more than or less than the actual quantity dispensed into the calibrated container.

7. Press the Reset button to change the quantity on the display to match the actual quantity dispensed into the container.

8. Press the Total button for approximately three (3) seconds to confirm the memorization of the new calibration.
